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• Trabecular meshwork: approx. 0.6 mm tall (about 3-4 strands of hair)

• Aim 0.1 mm too anterior →miss target, no effect

• Aim 0.2 mm too posterior → injury to drainage canal

• Aim 0.5 mm too high → injury to cornea

• Aim 0.5 mm too low → injury to iris

• Without precision → failed procedure and possible exacerbation of disease


